Abstract: An in situ image acquisition apparatus based on delay triggering for visualizing microdroplets formation is described. The imaging system includes a charge-coupled device camera, a motion control card, a driving circuit, a time delay triggering circuit, and a light source. By adjusting the varying trigger delay time which is synchronized with respect to the signal for jetting, the steady sequential images of the droplet flying in free space can be captured real-time by the system. Several image processing steps are taken to measure the diameters and coordinates of the droplets. Also, the jetting speeds can be calculated according to the delay time interval. For glycerin/water (60:40, mass ratio), under the given conditions of the self-made pneumatically diaphragm-driven drop-on-demand inkjet apparatus, the average of diameter and volume are measured as 266.8 µm and 9944 pL, respectively, and the maximum average velocity of the microdroplets is 0.689 m/s. Finally, the imaging system is applied to measure the volume of 200 microsolder balls generated from the inkjet apparatus. The average diameter is 87.96 µm, and the relative standard deviation is 0.83%. The results show good reproducibility. Unlike previous stroboscopic techniques, the present in situ imaging system which is absence of instantaneous high intensity light employs two control signals to stimulate the microdroplet generator and the charge-coupled device (CCD) camera. Hence, the system can avoid the desynchronization problem of signals which control the strobe light-emitting diode (LED) light source and the camera in previous equipment. This technology is a reliable and cost-effective approach for capturing and measuring microdroplets.
Introduction
Drop-on-demand microjetting is a noncontact printing method for depositing microdroplets on various substrates. This technology has been widely used in a variety of applications including solders, ceramics, polymers, biopolymers arrays, and so on [1, 2] . In order to be a reliable production technology, the jetting performance should be captured and controlled accurately. Then, the approach to obtain the sequential images of the microdroplet formation process and measure the droplet characteristics including size and speed are two essential crucial factors. However, the whole stages during drop formation last less than 3 ms. In this process, even a 104 FPS (frames per second) camera can capture only one or two images. Therefore, the common high-speed camera simply cannot capture the details of the microdroplet formation processes. The ultrahigh-speed camera can directly implement sequential photograph for jetting process. But the price is extremely expensive [3, 4] . Accordingly, a reliable and low-cost image system for visualizing the microdroplet formation dynamic motion is necessary.
In recent years, the emergence of stroboscopic technique provided an effective approach to record microjetting. Along with this technology was put forward, many image acquisition systems of microdroplets based on delay triggering have been proposed, and their components and features are illustrated in Table 1 . Dong et al. [5] described a visualizing apparatus based on flash photography including a pulsed laser, a charge-coupled camera, and signal generators. Sharp images with sufficient temporal resolution had been obtained. Hutchings et al. [6] described a technique which had been developed for analyzing the shape and development of ink jets and drops. Kwon et al. [7] proposed an image measurement system to observe and analyze the image of the droplet. The components were the multifunction I/O unit, a strobe light-emitting diode (LED) light and a charge-coupled device (CCD). The two counters in multifunction I/O unit could generate two digital pulse trains. The first digital pulse was to stimulate the waveform for the jetting. The second was used as a trigger signal for controlling a strobe LED light which was synchronized with the signal used to produce the ink jet. By adjusting the delay time, the microdrop formation process could be obtained. The in situ measurement system built by Fan et al. [8] was composed of a CCD camera, a zoom lens, and a stroboscopic light. The strobe light was simultaneously triggered by the same frequency as the function generator which actuated the piezoelectric ceramic film. By selecting a proper shutter speed, a steady image of the droplet could clearly be viewed and captured by the camera. Jo et al. [9] also employed the stroboscopic method to get the pictures of drop deformation by changing the delay time between the pulse inception and the flash of LED light. The precise real-time measurement technology proposed by Thurow et al. [10] was implemented in most appliances with the aid of a stroboscope camera system. The hardware was made up of a camera with an enlarging lens and a LED stroboscope. In the international standards of IEC 62899-302-1:2017 Printed electronics Part 302-1 and IEC 62899-302-2:2018 Printed electronics Part 302-2, the imaging based measurement of jetted drop speeds and drop volume was described [11, 12] . By means of the above techniques, the speed and diameter of the microdroplet could be calculated based on the CCD camera image and the delay time [13] [14] [15] . Martin et al. published analysis of inkjet droplet image processing techniques and errors [16, 17] . Laser holographic methods in 3D are described by Martin et al. [18] Hsiao et al. has published imaging work on solder balls [19] . Jung described a high-speed imaging which was used to analyze the impact and spreading the drops onto smooth glass surfaces [20] . Jiang et al. used a low-cost microcontroller board (typical cost is less than a hundred US dollars) as the pulse generator in a flash photographic system [21] . Martin et al. also described the measurement of the volumes of small (10-100 µm) liquid drops is important in a number of fields including inkjet printing, liquid dispensing, and spraying [22] .
Among these systems, the print heads are all piezoelectric transducers and the image systems include the stroboscopic illumination source and CCD camera. Then, three control signals are applied to operate the ejection of the microdroplet, fire the strobe, and trigger the CCD. Therefore, the camera exposure moment must strictly coincide with the firing time of the LED light because photographing needs instantaneous high intensity light. Otherwise, the microdroplet image will be blurred due to insufficient illumination. However, the desynchronization problem about the signals will inevitably affect measurement quality and accuracy. Consequently, reducing the number of control signals and employing continuous intense light source of stable luminous flux are ideal techniques to improve the reliability and precision of this type of low-cost image system. This paper proposed a novel in situ image acquisition and measurement of microdroplets based on delay triggering. Using a high-speed CCD camera, a motion control card, a driving circuit, a time delay triggering circuit, and a light source, an imaging system was built to obtain the sequential images of microdroplets generated through the pneumatically diaphragm-driven actuator. By adjusting the delay time, stable microdroplet fabrication process could be captured. The image processing methods have been adapted to measure the diameters, coordinates, and speeds of the microdroplets in real-time. Figure 1 shows photos of drop-on-demand microjetting system and pneumatic diaphragm microdroplet actuator. The actuator consists of a reservoir, a pneumatic chamber connecting with a solenoid valve, a driving chamber separated by a diaphragm made of stainless steel, and a microglass nozzle. When a voltage pulse is applied to the solenoid valve, the generated pneumatic pressure pulse will act on the diaphragm. Then, the diaphragm will bend and its deformation will push a certain amount of liquid out of the nozzle and form the microdroplet. Figure 2 shows the in situ imaging system setup used for observing the microdroplet performance. The system is composed of a high-speed CCD camera, a 4× zoom lens, a light source with the accessory of the fiber light guide, a motion control card, a driving circuit, and a time delay Figure 2 shows the in situ imaging system setup used for observing the microdroplet performance. The system is composed of a high-speed CCD camera, a 4× zoom lens, a light source with the accessory of the fiber light guide, a motion control card, a driving circuit, and a time delay circuit. The Volpi Intralux series light source provides a reliable, dependable, high-intensity cold halogen light. The Intralux includes infrared reflecting filters to ensure the coldest light and the unique crescent shaped diaphragm, which provides constant color temperature, light-emitting angle, and continuous intensity adjustment. The selected model is IX 4000-1, and the specifications are shown in Table 2 . The external trigger signal is simultaneously stimulated by the same frequency as the generator which actuates the solenoid valve. Although the measured microdroplets are fast moving objects, a steady image of the microdroplet can clearly be captured by the system. When the time of exposure is too long, the image edge will be blurred. The time of CCD exposure has been set to 35 µs, and the brightness and the contrast are both adjustable on demand. Figure 2 shows the in situ imaging system setup used for observing the microdroplet performance. The system is composed of a high-speed CCD camera, a 4× zoom lens, a light source with the accessory of the fiber light guide, a motion control card, a driving circuit, and a time delay circuit. The Volpi Intralux series light source provides a reliable, dependable, high-intensity cold halogen light. The Intralux includes infrared reflecting filters to ensure the coldest light and the unique crescent shaped diaphragm, which provides constant color temperature, light-emitting angle, and continuous intensity adjustment. The selected model is IX 4000-1, and the specifications are shown in Table 2 . The external trigger signal is simultaneously stimulated by the same frequency as the generator which actuates the solenoid valve. Although the measured microdroplets are fast moving objects, a steady image of the microdroplet can clearly be captured by the system. When the time of exposure is too long, the image edge will be blurred. The time of CCD exposure has been set to 35 μs, and the brightness and the contrast are both adjustable on demand. For the CCD camera, a Photonfocus MV-D750E with resolution of 1024 × 760 pixels is used. The camera includes free running and external trigger mode. When the acquisition of an image needs to be synchronized to an external event, a trigger mode can be used. As seen in Figure 3 , camera control signals (CC-signals) can be defined by the camera manufacturer to provide certain signals to the camera. There are four CC-signals available and are all unidirectional with data flowing from the frame grabber to the camera. For example, the external trigger is provided by a CC-signal.
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Image Acquisition
Time-lapse images of microdroplet generation can be easily acquired by the in situ imaging system. When setting the minimal interval time step as 100 μs, though adjusting the variable resistance in the time delay circuit, we can get the combination pictures of the ejecting process by adjusting the interval from 0 to 5000 μs or more. In our experiment, 50 samples of the microdroplet are captured and evaluated at each moment. And 5 sets of sequence diagram are obtained to illustrate the flight and formation process of microdroplets, as the supplementary materials shown. Figure 7 describes the time-lapse images of microdroplet generation with one primary droplet. The solution is glycerin/water (60:40, mass ratio). The viscosity and surface tension are 10 MPa·s and 69 mN/m, respectively. When the driving pressure was 0.39 Mpa, the time of high level for input pulse was 1.7 ms and the operating frequency was 2 Hz; the ejecting process from 900 μs to 3800 μs is shown in Figure 7 . It can be clearly seen the steps of ejection, elongation, necking, breakup, oscillation, and formation; only one primary droplet came into being under these conditions. Since the ejected trajectory can be captured, the droplet diameters and velocities can be measured from these pictures through the method of image processing. 
Time-lapse images of microdroplet generation can be easily acquired by the in situ imaging system. When setting the minimal interval time step as 100 µs, though adjusting the variable resistance in the time delay circuit, we can get the combination pictures of the ejecting process by adjusting the interval from 0 to 5000 µs or more. In our experiment, 50 samples of the microdroplet are captured and evaluated at each moment. And 5 sets of sequence diagram are obtained to illustrate the flight and formation process of microdroplets, as the Supplementary Materials shown. Figure 7 describes the time-lapse images of microdroplet generation with one primary droplet. The solution is glycerin/water (60:40, mass ratio). The viscosity and surface tension are 10 MPa·s and 69 mN/m, respectively. When the driving pressure was 0.39 Mpa, the time of high level for input pulse was 1.7 ms and the operating frequency was 2 Hz; the ejecting process from 900 µs to 3800 µs is shown in Figure 7 . It can be clearly seen the steps of ejection, elongation, necking, breakup, oscillation, and formation; only one primary droplet came into being under these conditions. Since the ejected trajectory can be captured, the droplet diameters and velocities can be measured from these pictures through the method of image processing. 
Image Processing
The digital image signals captured directly by CCD generally contain a variety of noise and distortion. The typical defects include gray concentration caused by insufficient illumination and noisy signal during the transmission process from CCD to the computer. Although the 
The digital image signals captured directly by CCD generally contain a variety of noise and distortion. The typical defects include gray concentration caused by insufficient illumination and noisy signal during the transmission process from CCD to the computer. Although the improvement of image capture hardware can effectively reduce the defects, image processing technology on the initial image for correction, enhancement, noise reduction, and so on, it is an essential way to get a distinct image and obtain the accurate data. The image processing algorithms and extraction methods of microdroplet are described as follows.
Pretreatment of Droplet Images
Because the collected original images have salt-and-pepper noise, and the target (droplet) and background contrast are not high, the acquired image needs to be enhanced. The purpose of image enhancement is as follows. Firstly, the visual effect of the image and the clarity of the image can be improved. Secondly, the image can be converted into a more suitable form for human or machine analysis and processing. According to the purpose and effect of enhancement, there are many methods for image enhancement. Image enhancement can be divided into grayscale correction, image smoothing, image sharpening, image enhancement, and color enhancement according to processing space. The median filtering method is used to preprocess the collected images. The reasons why the median filtering method is an appropriate method are as follows.
(1) Median filtering is a typical nonlinear filtering technique, which can overcome the image detail blur caused by linear filters (such as the mean filter) under certain conditions.
(2) Median filter is a typical low-pass filter, which is mainly used to suppress impulse noise. It can completely filter out the interference noise of sharp wave, and at the same time has the characteristics of better protection of the edge of the target image.
(3) The median filter is nonlinear and has a strong filtering effect on salt-and-pepper noise or pulsed interference.
The three characteristics of the median filter method are exactly in line with the requirements of "protecting the edge of the target image and eliminating salt-and-pepper noise". The image preprocessing achieved good results. Subsequently, in order to further the contrast between the droplet and the background, a grayscale linear transformation was performed on the median-filtered picture. Finally, the small area where the droplets are located is obtained by means of threshold segmentation, feature extraction, and morphology.
The purpose of the above method is to reduce the scope of image processing to a range of radius (R + ∆r) (R refers to the droplet radius, ∆r > 0 is the droplet radius extension value), so that only the next step is to deal with the small area where the droplets are located. The specific steps are shown as Figure 8 . Figure 9 shows the steps of droplet image preprocessing.
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The purpose of the above method is to reduce the scope of image processing to a range of radius (R + Δr) (R refers to the droplet radius, Δr > 0 is the droplet radius extension value), so that only the next step is to deal with the small area where the droplets are located. The specific steps are shown as Figure 8 . Figure 9 shows the steps of droplet image preprocessing. 
Region fill
Region fill Region dilation Region dilation Image difference Image difference Figure 8. Image preprocessing flow chart.
Segmentation of Droplet Images
Image segmentation is the technique and process of segmenting an image into a number of specific regions with unique properties and extracting the target of interest. It is a crucial step from image processing to image analysis. After the previous preprocessing, a small range of regions containing only droplets can be obtained, which reduces the interference factor of the subsequent segmentation of the droplet image and simplifies the difficulty of droplet contour extraction.
The existing image segmentation methods are mainly divided into the following categories: threshold-based segmentation methods, region-based segmentation methods, edge-based segmentation methods, and segmentation methods based on specific theories.
Based on the advantages of the Canny algorithm and the characteristics of the droplet image, the Canny operator in the direction operator is used to detect the edge. The direction operator is based on the differentiation in a particular direction to detect the edge. In the following three standard senses, the Canny operator is optimal for step edges that are affected by white noise. 1) Testing standards: no important edges are lost, and there should be no false edges.
2) Positioning criteria: the deviation between the actual edge and the detected edge position is the minimum.
3) Single response criteria: reduce multiple responses to a single edge response. The edge detection is performed by using the canny operator of Figure 9 to obtain the sub-pixel outline of the droplet, as shown in Figure 10 . 
Based on the advantages of the Canny algorithm and the characteristics of the droplet image, the Canny operator in the direction operator is used to detect the edge. The direction operator is based on the differentiation in a particular direction to detect the edge. In the following three standard senses, the Canny operator is optimal for step edges that are affected by white noise.
(1) Testing standards: no important edges are lost, and there should be no false edges.
(2) Positioning criteria: the deviation between the actual edge and the detected edge position is the minimum.
(3) Single response criteria: reduce multiple responses to a single edge response. The edge detection is performed by using the canny operator of Figure 9 to obtain the sub-pixel outline of the droplet, as shown in Figure 10 . 
Circle Fitting of the Droplet Profile
Since the image was acquired under steady-state conditions, the droplets gradually became stable during the flight until a standard sphere was formed (assuming the droplets were flying far enough). Therefore, the outline of the droplets in the steady state is approximately circular. If the contour of the droplet extracted in Section 4.2 has a roundness of 0.98 or more, it can be considered that the droplet under this condition is in a stable state, and that its morphology can be approximated as a standard sphere. However, due to the presence of the reflective surface of the droplet and the presence of salt-and-pepper noise, the extracted edges are not smooth. In order to facilitate the calculation of the liquid volume and the accuracy of the edge extraction, the shape of 
Since the image was acquired under steady-state conditions, the droplets gradually became stable during the flight until a standard sphere was formed (assuming the droplets were flying far enough). Therefore, the outline of the droplets in the steady state is approximately circular. If the contour of the droplet extracted in Section 4.2 has a roundness of 0.98 or more, it can be considered that the droplet under this condition is in a stable state, and that its morphology can be approximated as a standard sphere. However, due to the presence of the reflective surface of the droplet and the presence of salt-and-pepper noise, the extracted edges are not smooth. In order to facilitate the calculation of the liquid volume and the accuracy of the edge extraction, the shape of the sub-pixel edge obtained above is fitted. A circle-fit image of the droplet profile as shown in Figure 11 was obtained. Figure 10 . Droplet contour extraction (sub-pixel accuracy).
Since the image was acquired under steady-state conditions, the droplets gradually became stable during the flight until a standard sphere was formed (assuming the droplets were flying far enough). Therefore, the outline of the droplets in the steady state is approximately circular. If the contour of the droplet extracted in Section 4.2 has a roundness of 0.98 or more, it can be considered that the droplet under this condition is in a stable state, and that its morphology can be approximated as a standard sphere. However, due to the presence of the reflective surface of the droplet and the presence of salt-and-pepper noise, the extracted edges are not smooth. In order to facilitate the calculation of the liquid volume and the accuracy of the edge extraction, the shape of the sub-pixel edge obtained above is fitted. A circle-fit image of the droplet profile as shown in Figure 11 was obtained. Figure 11 . Circle fitting of the droplet profile (sub-pixel accuracy).
Measurement of Micro-Drops
The Volume of the Drops
As shown in Figure 11 , the fitted curve is an accurate circle; the microdroplet can be described as a sphere. For a spherical model, its volume derives directly from the radius of the two-dimensional contour profile. In this study, the droplet volume is calculated by the radius, the estimated volume is
(1) Figure 11 . Circle fitting of the droplet profile (sub-pixel accuracy).
Measurement of Micro-Drops
The Volume of the Drops
According to the results of the circle fitting in Section 4.3, we can easily get the pixel coordinates and radius of the droplet. In this study, one pixel corresponds to~2.01 µm. The obtained center coordinates and radius are shown in Figure 12 .
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According to the results of the circle fitting in Section 4.3, we can easily get the pixel coordinates and radius of the droplet. In this study, one pixel corresponds to ~2.01 μm. The obtained center coordinates and radius are shown in Figure 12 .
Therefore, the diameter and volume of the droplet under this condition can be calculated as The canny algorithm is used for droplet contour extraction, which achieves the sub-pixel accuracy, then the radius deviation value is approximately ±1 pixel (1 pixel = 2.01 μm). Compared with barycentric coordinates and center coordinates extracted from the fitting circle, the coordinate deviation value is approximately ±3 pixels (1 pixel = 2.01 μm). Then, the error range of radius is ±1.5% and the error range of center coordinate is ±2.26%. These shows that the errors were nearly all less than ±3%. The canny algorithm is used for droplet contour extraction, which achieves the sub-pixel accuracy, then the radius deviation value is approximately ±1 pixel (1 pixel = 2.01 µm). Compared with barycentric coordinates and center coordinates extracted from the fitting circle, the coordinate deviation value is approximately ±3 pixels (1 pixel = 2.01 µm). Then, the error range of radius is ±1.5% and the error range of center coordinate is ±2.26%. These shows that the errors were nearly all less than ±3%.
The Speed of the Drops
The microdroplet speed is calculated by varying trigger delay time of CCD which is synchronized in regard to the stimulating signal for jetting. The droplet speed can be calculated from the two CCD camera images with the trigger delay time of CCD. The analyzed results need to be converted to distance in micrometers in order to calculate the speed of a droplet. Therefore, the velocity of the droplet can be calculated according to the following formula.
where, p y is pixel location of the droplet's center in y direction and t 1 and t 2 are the respective trigger delay times according to the two CCD images. In order to calculate the velocity change of the process in which droplets are ejected from the nozzle until a stable sphere is formed in the air, the steps to calculate the velocity of the liquid at different times are as follows.
(a) Collecting an image at the nozzle where no droplets are generated and obtaining the area where the nozzle is located by image processing, the red area as shown in Figure 13 at t = 900 µs.
Micromachines 2018, 9, x 11 of 17 Figure 13 . The area where the nozzle is located when there is no injection.
(b) Collecting images of different time delays and obtaining the area of the nozzle and liquid through image processing, the extracted area is shown in the red area in Figure 14 . (b) Collecting images of different time delays and obtaining the area of the nozzle and liquid through image processing, the extracted area is shown in the red area in Figure 14 . Figure 13 . The area where the nozzle is located when there is no injection.
(b) Collecting images of different time delays and obtaining the area of the nozzle and liquid through image processing, the extracted area is shown in the red area in Figure 14 . It should be noted that the images acquired in steps (a) and (b) need to be in the same lighting environment and the image processing parameters should be consistent.
(c) Subtracting the region obtained in the step (b) and the region obtained in (a), respectively. Obtaining a region of the liquid outside the nozzle at different times, the results obtained after the regional subtraction are shown in Figure 15 . Table 3 . Table 3 . Average abscissa, ordinate, and velocity of droplets at different times and their corresponding standard deviations.
Average
Horizontal Average Vertical Average Velocity Figure 15 . The shape of the droplets outside the nozzle at different times.
(d) Calculating the barycentric coordinates of each region by the operator in HALCON, the results are shown in Table 3 . When t = 3500 µs, there are two barycentric coordinates and, meanwhile, only one droplet is formed. When calculating the velocity of the droplet at this moment, the generated droplet and the liquid column below the nozzle are regarded as a whole; the reference point is calculated using the overall center of barycentric coordinate as the velocity.
(e) By substituting the barycentric coordinates obtained in step (d) into formula (2), the velocity of the liquid at different time delays can be obtained, as shown in Table 3 .
According to Table 3 , a line chart of average velocity, average abscissa, and ordinate varying with time can be plotted. In addition, in order to reflect the droplet barycentric coordinates (pixel coordinates, including horizontal and longitudinal coordinates) and the fluctuation size of velocity at each moment more clearly, the error bars of velocity, horizontal, and longitudinal coordinates are obtained according to Table 3 and are shown in Figure 16 . The technique has higher accuracy compared with the method of calculating velocity with the microdroplet terminal coordinate as the reference point. Figure 16 describes the variation relationship between droplet velocity and coordinates over time. The velocity of the droplet just ejected from the nozzle is relatively large, reaching ~0.68 m/s, then rapidly decrease under the influence of the viscous resistance and surface tension of the solution and reaches a relatively stable speed (0.18 m/s). After that, the liquid column is necked and fractured to form a droplet, and the velocity of the process is gradually reduced to zero and accompanied by the rebound phenomenon of the droplet. This is the reason why the velocity has a negative value. Finally, the droplets are in flight. According to Figure 16 , the conclusions can be drawn as follows.
1) The variation trend of velocity is basically consistent with the formation process of droplets. That is, in the initial stage, the droplets are rapidly reduced by a larger velocity, and then enter the necking and breaking stage at a relatively stable velocity. Finally, the broken droplets are in flight.
2) The variation trend of droplet velocity-time curve in five groups is approximately the same, which indicates that the jetting condition is stable under the setting parameters (see supplementary material).
3) During the formation of the droplet, the ratio of the maximum offset of the droplet in the horizontal direction (taking the central axis of the nozzle as the reference) to the total height of the drop is ~1.6%, which indicates that the nozzle is absence from the disturbance of surrounding airflow. Therefore, the influence is almost negligible.
In addition, Figure 16 also shows error bars of velocity and the horizontal and longitudinal coordinates of the droplets at each moment. The velocity of the droplet just ejected from the nozzle is relatively large, reaching~0.68 m/s, then rapidly decrease under the influence of the viscous resistance and surface tension of the solution and reaches a relatively stable speed (0.18 m/s). After that, the liquid column is necked and fractured to form a droplet, and the velocity of the process is gradually reduced to zero and accompanied by the rebound phenomenon of the droplet. This is the reason why the velocity has a negative value. Finally, the droplets are in flight. According to Figure 16 , the conclusions can be drawn as follows.
(1) The variation trend of velocity is basically consistent with the formation process of droplets. That is, in the initial stage, the droplets are rapidly reduced by a larger velocity, and then enter the necking and breaking stage at a relatively stable velocity. Finally, the broken droplets are in flight.
(2) The variation trend of droplet velocity-time curve in five groups is approximately the same, which indicates that the jetting condition is stable under the setting parameters (see Supplementary Material).
(3) During the formation of the droplet, the ratio of the maximum offset of the droplet in the horizontal direction (taking the central axis of the nozzle as the reference) to the total height of the drop is~1.6%, which indicates that the nozzle is absence from the disturbance of surrounding airflow. Therefore, the influence is almost negligible.
In addition, Figure 16 also shows error bars of velocity and the horizontal and longitudinal coordinates of the droplets at each moment.
Horizontal coordinate error bar: in the process of formation and flight of droplets, there is a tendency of "small middle and big ends". The reason is that the droplets are greatly influenced by the accumulation of liquid from the end surface of the nozzles when the droplets are just ejected from the nozzles. Since then, as the droplets continue to stretch, the influence of the accumulated fluid is getting smaller and smaller, and the value is kept within a smaller range. At approximately t = 3500 µs, one droplet is generated. At this time, the droplet is out of the binding of the liquid column, and is more susceptible to the disturbance of the airflow, and its value is slightly increased. However, the droplets in flight gradually achieve a balance under the coaction of kinetic energy, gravitational potential energy, surface free energy and heat generated from air resistance. Thus, the error bar value is getting smaller and smaller. Until t = 3800 µs, the relative standard deviation of the abscissa is 0.22% (standard deviation/average value), indicating that the position oscillation of the droplet in the horizontal direction is very small at this moment.
Longitudinal coordinate error bar: during the entire injection process, the longitudinal coordinate error bar of the droplet is maintained in a small range, which indicates that the droplet position in vertical direction is almost constant at the same delay time. This is another illustration for demonstrating jetting stability.
Velocity error bar: there is a great fluctuation approximately t = 3500 µs. At this moment, the velocity of the droplet reveals a significant change (reduces to zero or even a negative velocity) because the rebound phenomenon occurs after the droplet breaks. After that, the droplets in flight gradually achieve a balance in the mutual conversion of various kinds of energy. The shape of droplets is increasingly closer to the standard sphere; meanwhile, the velocity error bar will decrease rapidly. When t = 3800 µs, the relative standard deviation of the droplet velocity is reduced to 1.4%, which indicates that the state of the droplet is very stable at this moment.
In summary, just at t = 3800 µs, the shape of the droplet and the jetting behavior have reached to a stable state. Then, the working position of the substrate can be set near the height point at this moment, so as to fabricate a good quality pattern on the substrate.
Microsolder Ball Volume Measurement
The pneumatically diaphragm-driven actuator is also applied to generate microsolder balls. The solder brand is 63/37, with 63% tin and 37% lead. Figure 18 . The average diameter is 87.96 µm, the standard deviation is 0.7265 µm, and the relative standard deviation is 0.83%. The average volume is 356.36 pL, the mean standard deviation is 8.8218 pL, and the relative standard deviation is 2.5%.
tendency of "small middle and big ends". The reason is that the droplets are greatly influenced by the accumulation of liquid from the end surface of the nozzles when the droplets are just ejected from the nozzles. Since then, as the droplets continue to stretch, the influence of the accumulated fluid is getting smaller and smaller, and the value is kept within a smaller range. At approximately t = 3500 μs, one droplet is generated. At this time, the droplet is out of the binding of the liquid column, and is more susceptible to the disturbance of the airflow, and its value is slightly increased. However, the droplets in flight gradually achieve a balance under the coaction of kinetic energy, gravitational potential energy, surface free energy and heat generated from air resistance. Thus, the error bar value is getting smaller and smaller. Until t = 3800 μs, the relative standard deviation of the abscissa is 0.22% (standard deviation/average value), indicating that the position oscillation of the droplet in the horizontal direction is very small at this moment.
Velocity error bar: there is a great fluctuation approximately t = 3500 μs. At this moment, the velocity of the droplet reveals a significant change (reduces to zero or even a negative velocity) because the rebound phenomenon occurs after the droplet breaks. After that, the droplets in flight gradually achieve a balance in the mutual conversion of various kinds of energy. The shape of droplets is increasingly closer to the standard sphere; meanwhile, the velocity error bar will decrease rapidly. When t = 3800 μs, the relative standard deviation of the droplet velocity is reduced to 1.4%, which indicates that the state of the droplet is very stable at this moment.
In summary, just at t = 3800 μs, the shape of the droplet and the jetting behavior have reached to a stable state. Then, the working position of the substrate can be set near the height point at this moment, so as to fabricate a good quality pattern on the substrate.
The pneumatically diaphragm-driven actuator is also applied to generate microsolder balls. The solder brand is 63/37, with 63% tin and 37% lead. Figure 18 . The average diameter is 87.96 μm, the standard deviation is 0.7265 μm, and the relative standard deviation is 0.83%. The average volume is 356.36 pL, the mean standard deviation is 8.8218 pL, and the relative standard deviation is 2.5%. 
Conclusion
This paper proposed a novel in situ image acquisition and measurement of microdroplets based on delay triggering. Using a high-speed CCD camera, a motion control card, a driving circuit, a time delay triggering circuit, and a light source, an imaging system is built to obtain the sequential images of microdroplets generated through the pneumatically diaphragm-driven actuator. By adjusting the delay time, the stable microdroplet fabrication process can be captured. The image processing methods have been adapted to measure the coordinates, diameters and speeds of the microdroplets real-time. For glycerin/water (60:40, mass ratio), under the given condition, the average of diameter and volume are 266.8 μm and 9944 pL, respectively. The maximum average velocity of the microdroplets is 0.689 m/s. Finally, the pneumatically diaphragm-driven actuator is applied to generate microsolder balls. The results show the system processes good reproducibility. The average diameter is 87.96 μm, the standard deviation is 0.7265 μm, and the relative standard deviation is 0.83%. The in situ imaging system employs two control signals to stimulate the microdroplet generator and the CCD camera and is absence of instantaneous high intensity light. Hence, the system can avoid the desynchronization problem of signals which control the strobe LED light source and the camera in previous techniques. The system with low cost and simple configuration is especially applicable to capture and analyze the flight process of microdroplets involving fairly large sizes (~200 μm) moving at low speed (~1 m/s). This technology is a reliable and cost-effective for acquiring and measuring microdroplets.
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